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Abstract DArk Matter Particle Explorer (DAMPE) is a space-borne apparatus for de-
tecting the high-energy cosmic-rays like electrons, γ-rays, protons and heavy-ions. Plastic
Scintillator Detector (PSD) is the top-most sub-detector of the DAMPE. The PSD is designed
to measure the charge of incident high-energy particles and it also serves as a veto detector
for discriminating γ-rays from charged particles. In this paper, PSD on-orbit calibration pro-
cedure is described, which includes five steps of pedestal, dynode correlation, response to
minimum-ionizing particles (MIPs), light attenuation function and energy reconstruction. A
method for reconstructing the charge of incident high energy cosmic-ray particles is intro-
duced. The detection efficiency of each PSD strip is verified to be above 99.5%, the total
efficiency of the PSD for charged particles is above 99.99%.
Key words: Cosmic ray — Instrumentation: DAMPE — Charge measurement — Plastic
scintillator detector calibration
1 INTRODUCTION
Exploring the nature of dark matter has been being one of the most important topics in fields includ-
ing cosmology, astrophysics and particle physics. Precisely measuring the energy spectra of cosmic-
rays is vital to constrain the cosmic-ray production mechanism (Drury 2012) and their propagation
in the stellar medium (Grenier et al. 2014). Measuring the energy spectrum of cosmic particles like
e±, γ-rays and anti-particles in space is one of the experimental methods to constrain the proper-
ties of dark matter (Chang et al. 2014). The space-borne experiment has been pioneered by PAMELA
(Picozza et al. 2010), Fermi-LAT (Atwood et al. 2009) and AMS-02 (Alpat et al. 2005). DArk Matter
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Fig. 1 Layout of DAMPE detector
Particle Explorer (DAMPE) (Chang et al. 2017) is a high-resolution multi-purpose device for detecting
cosmic-rays including electrons, γ-rays, protons and heavy ions in an energy range of a few GeV to 100 TeV.
DAMPE has been launched on December 17th, 2015 and operates on a sun-synchronous orbit at the altitude
of 500 km. DAMPE consists of four sub-detectors: a Plastic Scintillator Detector (PSD) (Yu et al. 2017),
a Silicon-Tungsten Tracker (STK) (Azzarello et al. 2016), a Bismuth Germanate Oxid Calorimeter (BGO)
(Zhang et al. 2015, Zhang et al. 2016, Feng et al. 2015) and a NeUtron Detector (NUD) (He et al. 2016).
The structure of DAMPE is shown in Fig. 1.
The on-orbit calibration of PSD is an important step to obtain the charge information of incident par-
ticles. In this paper, after a brief introduction (Section 2) of PSD, PSD on-orbit calibration procedure is
described in Section 3 including pedestal, dynode, MIPs response, light attenuation and energy reconstruc-
tion. A charge reconstruction method and the PSD detection efficiency are presented in Section 4 and
Section 5, respectively.
2 DESIGN OF THE PSD
The PSD is designed to fulfill two major tasks: (a) to measure the charge of incident high-energy particles
with the charge number Z from 1 to 26; (b) to serve as a veto detector for discriminating γ-rays from
charged particles. All these require the PSD to have a large dynamic range, good energy resolution and high
detection efficiency.
The PSD has two layers of plastic scintillator arrays, as shown in Fig. 2. Each layer is composed of
41 plastic scintillator bars and the dimension of bars is 884 mm × 28 mm (25 mm for bars on edges)
× 10 mm. The bars in top and bottom layers are parallel to the X-axis and the Y -axis of the DAMPE
coordinate system, respectively. In order to avoid the ineffective detection area, neighboring bars in each
layer are staggered by 8 mm, as shown in Fig. 3. The active area of the PSD is 825 mm × 825 mm.
Scintillation light of each PSD bar is collected by two Photo Multiplier-tubes (PMTs) at two ends. Each
PMT (Hamamatsu R334) has 10 dynodes. In order to cover an energymeasurement from 0.1 to 1600 energy
deposition of minimum-ionizing protons (EMIPs), signals from dynode 5 and dynode 8 of each PMT are
extracted. Signal of dynode 5 with smaller gain covers from 4 EMIPs to 1600 EMIPs and signal of dynode
8 with bigger gain covers from 0.1 EMIPs to 40 EMIPs (Zhou et al. 2016). Overlapping measurements by
two dynodes are designed to calibrate the response of a PMT. More detailed information about the design,
assembly and laboratory tests has been described in Refs. (Yu et al. 2017). In order to obtain a stable on-
orbit performance of the PSD, an active temperature control strategy was implemented by using front-end
electronic boards and additional heat coils as thermal sources (Yu et al. 2017). The on-orbit temperature
variation of the PSD is verified to be less than 1o C (Li et al. 2017), which is a crucial factor for maintaining
a stable performance of the PSD.
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Fig. 2 The structure of the PSD.
Fig. 3 Side view of the PSD bars.
3 PSD ON-ORBIT CALIBRATION
PSD on-orbit calibration is the procedure to process PSD-associated ADCs to deposited energieswith taking
noises and non-linearities in actual detection processes into account.When a charged particle passes through
a plastic scintillator bar, the deposited energy would be transformed into scintillation lights. The lights are
collected by PMTs attached at both ends, and then the lights are converted into electronic signals. After
amplification, shaping and holding etc. processes, the amplitudes of electronic signals are recorded by
ADC units. The PSD calibration procedure is quite similar to reverse these processes, including calibration
of pedestal, dynode correlation, response to MIPs, light attenuation function and energy reconstruction. In
PSD on-orbit calibration, the data collected in the South Atlantic Anomaly (SAA) region are excluded.
Calibration steps mentioned above will be presented in following sub-sections.
3.1 Pedestal calibration
Pedestal of each readout channel is sampled twice per orbit under random triggers. The pedestal distribution
of each channel is a Gaussian-like distribution. Fig. 4 shows a typical pedestal distribution of a readout
channel, the Gaussian fit-function is depicted by the red solid curve. Obtained pedestals (mean value of
the fitted Gaussian function) and standard deviation (Gaussian σ) of each readout channel of the PSD are
written into a pedestal calibration file with a time tag associated to the input data.
PSD on-orbit pedestals are almost the same as those measured before the launch of DAMPE. As an
example, Fig. 5 shows pedestals of all readout channels of the positive side of X-layer (including 4 spare
channels) before (circles) and after (triangles) the launch of the DAMPE. In order to characterize the on-
orbit pedestal stability of the PSD, a percentage variation of pedestal is defined as (PED-Mean)/Mean,
where PED is the pedestal of a readout channel on different date and Mean is the average pedestal of
the same channel. Fig. 6 shows the percentage variation of pedestals versus date, each horizontal line
represents a readout channel. The corresponding information of the channel, i.e. layer (L), bar (B), side (S),
dynode number (Dy) and offset are listed at the right side of the figure. The offset is introduced for display
reason only. In general, the pedestals of all PSD readout channels are stable and the overall variation is less
than 0.1% during the first 18 months of data-taking. PSD pedestals are daily updated, and then they are
subtracted from the on-orbit data.
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Fig. 4 A typical pedestal distribution of a readout c/hannel, the fitted Gaussian function is de-
picted by the red solid curve.
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Fig. 5 Pedestal before (green circles) and after (red triangles) the launch of DAMPE.
3.2 Dynode calibration
As mentioned in section 2, each PSD PMT gives two signals by its dynode 5 (Dy5) and dynode 8 (Dy8)
in order to achieve a large dynamic range. Typically, ADC values of Dy5 and Dy8 of a PMT have a linear
correlation before the Dy8 gets saturated. In order to obtain the correlation of Dy5 and Dy8 with less bias,
the dynode calibration is made via a two-step iterations. In the first iteration, the correlation of Dy8 and
Dy5 for each PMT is built, and it is fitted with a linear function. A typical correlation of Dy8 and Dy5 of
a PMT is shown in Fig. 7, the linear fit-function is depicted by the red line, where p0 and p1 are fitting
parameters. Then, Dy8 is expressed as a linear function of Dy5, the slope parameter (k0=1/p0) and the
intercept parameter (b0=-p1/p0) are obtained (the reason for obtaining values of above parameters in such
way is that the fitting range for Dy8 is more straightforward than the one of Dy5). In second iteration, the
slope parameter of the dynode correlation is calculated by k1=(Dy8-b0)/Dy5. Fig. 8 shows the distribution
of calculated slope parameters (k1) of a PMT, which is fitted with a Gaussian distribution shown by the red
solid curve. The mean (kmean) and the standard deviation (σk) of the fitted Gaussian function are extracted.
In order to exclude abnormal events, the events within |k1−kmean| < 5σk are selected, by using which the
slope parameter k and intercept parameter b are obtained for each PMT just liking the first iteration.
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Fig. 6 Percentage variation of pedestals versus date (an offset is introduced for display reason).
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Fig. 7 Dy5 (vertical axis) and Dy8 (horizontal axis) of a PSD PMT, the red line is the linear
fit-function in the first iteration.
With the final obtained dynode calibration parameters, two ADC measurements of each PSD PMT are
combined into a single ADC value, which is expressed as Eq. 1,
ADC =
{
ADCDy8 ADCDy8 ≤ 11000
k×ADCDy5 + b ADCDy8 > 11000
(1)
where ADCDy5 and ADCDy8 are ADC values associated to Dy5 and Dy8 of a PMT, respectively.
The left panel of Fig. 9 shows the percentage variation of the slope parameter versus time. The per-
centage variation of the slope parameter is defined just like the one of the pedestal (see Fig. 6). The slope
percentage variation of all channels listed in the left panel of Fig. 9 is shown in the right panel of Fig. 9, the
overall change of the slope parameter in this time period is about 0.42%. The dynode calibration is made
on a daily base. In this step, the linearity of Dy8 can be controlled by the measurements from Dy5, while
the Dy5 may also get non-linear at large ADC values, when Dy8 is saturated. The influence of this effect
will be further considered in Section 4.
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Fig. 8 Distribution of calculated slope parameters (k1) of a PMT in the second iteration.
Date
2016-01-01 2016-03-02 2016-05-02 2016-07-02 2016-08-31 2016-10-31 
(s
lop
e-
M
ea
n)
/M
ea
n
-0.1
-0.05
0
0.05
0.1
      22     +    0.09Y  
      23     +    0.08Y  
      24     +    0.07Y  
      25     +    0.06Y  
      26     +    0.05Y  
      27     +    0.04Y  
      28     +    0.03Y  
      29     +    0.02Y  
      30     +    0.01Y  
      31     +   -0.00Y  
      32     +   -0.01Y  
      33     +   -0.02Y  
      34     +   -0.03Y  
      35     +   -0.04Y  
      36     +   -0.05Y  
      37     +   -0.06Y  
      38     +   -0.07Y  
      39     +   -0.08Y  
      40     +   -0.09Y  
Layer Bar Side OffSet
Entries  43296
Mean   1.5e-06
RMS    0.0042
(slope-Mean)/Mean
-0.02 -0.015 -0.01 -0.005 0 0.005 0.01 0.015 0.02
C
ou
nt
s
0
200
400
600
800
1000
1200
1400
1600
1800
Fig. 9 Left panel: Percentage variation of the slope parameter of channels versus the time. Right
panel: the overall distribution of the percentage variation of the slope parameter.
3.3 Response of MIPs and energy reconstruction
Each PSD bar provides two ADC measurements by its left and the right side (ADCL/R) after the dynode
calibration, a combined ADC of each PSD bar is constructed via the geometrical average of ADCL and
ADCR, i.e. ADCC =
√
ADCL×ADCR. Due to the light attenuation in the scintillator bar, the com-
bined quantity ADCC has less hit position dependence than the singe-side quantities. This effect will be
illustrated in following sub-sections.
The events are classified as MIP events, if incident particles pass through all BGO layers and their
energy depositions in each BGO layer are in the range expected for MIPs (Wang et al. 2017). Fig. 10 shows
a typical ADC distribution of MIP events with path length correction (PSD alignment method will be
published in another paper). Considering the detector resolution, the distribution is fitted by a Landau dis-
tribution convoluted with a Gaussian function (LG), shown by the red solid curve. The most probable value
(MPV) of the fitted Landau distribution is obtained. For each PMT, MIPs responses in each PSD bar, i.e.
MPVL, MPVR and MPVC , are obtained by fitting the correspondingADCL/R/C distribution with the LG
function. The MPV values of each PSD bar are updated every five days. Thanks to the temperature control
system, MPV values of PSD PMTs are very stable. Fig. 11 shows MPV of a PMT versus the time, MPV
variation of this PMT is less than 4 ADC channels.
Considering the energy deposition of minimum-ionizing protons passing through the plastic scintillator
is about 2 MeV/cm (the thickness of a PSD bar is 1 cm). The measured energies of left/right/combined side
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of each PSD bar (EL/R/C) are derived according to
E
L/R/C
i =
ADC
L/R/C
i
MPV
L/R/C
i
× 2MeV, (2)
where, ADC
L/R/C
i are ADC value of left/right/combined side of i-th PSD bar.
3.4 Light attenuation calibration
The scintillation lights generated along the path of incident charged particle would attenuate during their
propagation due to light absorption and re-scattering. In general, the amount of scintillation lights received
by a PMT is inversely proportional to the distance between hit position and the PMT. Due to the light atten-
uation effect, the obtained energy (Eq. 2) needs to be corrected according to corresponding light attenuation
function and the hit position.
The light attenuation behavior of each PSD bar is investigated using a sample of MIP events with
an unambiguous global track (global track defined as an STK track compatible with BGO track), the hit
positions are obtained by extrapolating the track to PSD sub-layers. Fig. 12 shows a typical scatter plot of
reconstructed energy of a PMT with path length correction and obtained hit position. Energy distributions
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of each horizontal bin of Fig. 12 are obtained, and they are fitted by a Landau distribution, respectively. The
obtained MPV values are shown by triangles in Fig. 12. The light attenuation functions of left/right side of
PSD strips are obtained by fitting the corresponding correlation of MPV versus hit position with a function
in Eq. 3, which is the linear combination of an exponential function and a 3rd-order polynomial function
(EP3),
A(x) = C0e
−x/λ + C1 + C2x+ C3x
2 + C4x
3 , (3)
where λ and C0, ...C4 are fitting parameters and x is the hit position. The fit function is depicted by the red
curve in Fig. 12.
In order to take into account possible large structure(s) in the correlation of MPV versus hit position,
the correlations of left or right side of PSD bars are smoothed by fourth-order polynomial functions in four
regions (range of neighboring regions are overlapped), respectively. The smoothedMPV at each hit position
is obtained from one of smoothing polynomial functions. Based on smoothed MPV data and hit positions,
attenuation functions of each side of PSD bars are constructed by means of the 3rd-order spline method
(ROOT::TSpline). Light attenuation function for combined energy of a PSD bar (see Eq. 2) is calculated by
attenuation functions of left side and right side, i.e. AC(x) =
√
AL(x)×AR(x). As an example, typical
light attenuation functions (MPV value versus hit position) of left (triangles), right (squares) and combined
(circles) sides of a PSD bar are shown in Fig. 13, the fitted EP3 functions and spline functions (noted as
SP3) are shown by the dashed and solid line, respectively. Both Eq. 3 and Spline function can well describe
the light attenuation behaviors of PSD bars.
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Fig. 12 Energy of minimum-ionizing protons
(vertical axis) versus the hit position (horizontal
axis). The triangles are the MPV values of the
energy distributions for the bins of the horizon-
tal axis, the red solid line is the fit-function as
Eq. 3 and the blue dashed line is the constructed
3rd-spline function.
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Fig. 13 MPVs (vertical axis) of right (triangles),
left (circles) and combined (squares) side of a
PMT versus hit position (horizontal axis). The
fitted functions as Eq. 3 and constructed spline
functions are shown by the red dashed lines and
the blue solid lines, respectively.
4 CHARGE RECONSTRUCTION
According to the Bethe equation (Patrignani et al. 2016), the energy loss of charged particles in the matter is
proportional to the square of their electric charge, and it is increasing slowly with the energy when βγ > 4.
Therefore, the charge of incident particle can be obtained by comparing its energy deposition to the one of
minimum-ionizing protons.
The reconstructed charge of incident particles (Q
L/R/C
rec ) could be extracted by following expression:
QL/R/Crec =
√
EL/R/C
AL/R/C(x)
× S
l
, (4)
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Fig. 14 Reconstructed charge (vertical axis) versus the hit position (horizontal axis).
where, EL/R/C is the energy of left/right/combined side of a PSD bar, l is the path length of the particle
inside the volume of the PSD bar, S=10 mm is the thickness of the PSD bar,AL/R/C(x) is the corresponding
light attenuation function (see Eq. 3 and Fig. 12) and x is the hit position given by the track.
Fig. 14 shows a correlation of the reconstructed combined-side charge (QCrec) of the X-layer of the PSD
and the hit position. The horizontal bands represent cosmic ray nuclei with different charges. In Fig. 14,
reconstructed charges (different bands) at large values are not at their nominal charges. For example, the
top band is corresponding to Fe (Z=26) while the band locates at about 20. This is mainly due to the so-
called quenching effect (Briks 1964), and partially due to the gain non-linearity of individual channel. The
quenching effect represents the fact that the energy deposition of high Z particles in matter is smaller than
the one given by the Bethe equation. Besides, signals from high Z particles are measured by the Dy5 of PSD
PMTs, the gain linearities are slightly different from one readout channel to another. Due to these reasons,
the charge spectra reconstructed by different PMTs may vary slightly.
In order to correct the abovementioned effects, visible peaks in reconstructed charge spectra (QL/R/C
distribution) of each PSD bar are fitted by a series of Gaussian fits, and peak positions (mean of Gaussian
function) are obtained, respectively. The peaks are assigned to known cosmic-ray nuclei based on the knowl-
edge of cosmic nuclei abundance. Based on obtained peak position and nominal charge number pairs, a
third-order spline function (SP3) for each charge measurement (left/right/combined side) of a PSD bar is
constructed, respectively. For each reconstructed charge (see Eq. 4), a quenching-effect corrected charge
can be obtained from the corresponding third-order spline function. For reconstructed charge above Fe i.e.
Qrec > Q
Fe
rec, a linear function is used to correct the quenching effect, which is fitted from the pairs of peak
position and nominal charge number with Qrec > 10. After applying this correction, the charge spectra
reconstructed from different PSD bars are aligned on a bisector (Qrec=Z). As an example, Fig. 15 shows
a typical data pairs of obtained peak position and charge number (open circles), the constructed third-order
spline function and the fitted linear function are depicted by the solid line and dotted line, respectively. The
dash-dotted line is the bisector (ordinate = abscissa) as a reference.
As shown by the Eq. 4, the hit position (x) and the path length (l) are derived from a selected track.
It is common that the track number of an event is more than one, the situation is much more complicated
for the case of high-Z nuclei events. In order to select a right track, one needs to combine the information
provided by PSD, STK and BGO together. Detailed track selection method and reconstruction results will
be published in another paper.
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Fig. 15 Peak positions obtained from a reconstructed charge spectrum versus charge numbers
(open circles). The solid line and dotted line present the constructed third-order spline func-
tion and the fitted linear function, respectively, the dash-dotted line is the bisector (ordinate =
abscissa) as a reference.
5 PSD DETECTION EFFICIENCY
Electromagnetic showers can be well separated from the hadronic showers by the BGO calorimeter
(DAMPE 2017). The flux of the cosmic γ-ray is about 1000 times lower than the one of the electrons.
Therefore, the detection efficiency of the PSD is crucial for discriminating the γ-ray from charged particles.
By combining measurements from different sub-detectors, the detection efficiency of each PSD strip can be
evaluated. The PSD detection efficiency is investigated by MIP events as well. The detection efficiency of
a PSD bar ηl,b (l and b represent the layer number and strip number, respectively) is defined as following,
ηl,b = N
Fired
l,b /N
STK
l,b , (5)
whereNSTKl,b is the number of the global track pointing to b-th strip in l-th layer andN
Fired
l,b is the number
of the fired PSD bar. The firing condition of a PSD bar is that energies with light attenuation correction in
left and right side of the bar are larger than 0.2 MeV.
In PSD efficiency evaluation, MIPs events which fulfill following conditions are used: a) Event with
only one global track; b) the STK track has 5 clusters in both the X − Z plane and the Y − Z plane at
least; c) The reduced χ2(χ2/NDF ) is smaller than 1; d) STK track and BGO track are in good agreement.
Fig. 16 shows the detection efficiency of bars in the top layer of the PSD. The efficiencies of all bars in the
X-layer and the Y-layer of the PSD are readily above 99.5%, which is far better than the designed detection
efficiency of 95%. The total efficiency of the PSD (at least one PSD bar is fired in top layer or bottom layer)
is evaluated to be above 99.99%.
6 SUMMARY
PSD on-orbit calibration procedure including five steps of pedestal, dynode correlation, MIP response,
light attenuation and energy reconstruction are presented in this paper. The on-orbit pedestal, dynode ratio
and MIPs response of the PSD are verified to be stable. A method for reconstructing the charge of incident
particle is introduced including quenching effect and gain non-linearity corrections. The detection efficiency
of the PSD is evaluated with MIPs, the detection efficiency of each PSD bar is large than 99.5%, the total
detection efficiency of the PSD is above 99.99%.
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References
Drury L., Astropart. Phys. 39-40 (2012) 52.
Grenier I. et al., Ann. Rev. Astron. Astrophys. 53 (2015) 199.
Chang J. et al., Nature 456.7220 (2008): 362.
Picozza P. and Sparvoli R., Nucl. Instrum. Methods Phys. Res. A, 623 (2010): 672.
Atwood, W. B., et al., ApJ, 697 (2009), 1071.
Alpat B. et al., Nucl. Instr. Meth. Phys. Res. A 540 (2005) 121.
Chang J. et al, Astropart. Phys. 95 (2017), 6.
Azzarello P. et al., Nucl. Instrum. Methods Phys. Res. A, 831 (2016), 378.
Yu Y.-H. et al., Astropart. Phys. 94 (2017), 1.
Zhang Z.-Y. et al., Nucl. Instrum. Methods Phys. Res. A, 780 (2015): 21.
Zhang Z.-Y. et al., Nucl. Instrum. Methods Phys. Res. A, 836 (2016): 98.
Feng C.-Q. et al., IEEE Transactions on Nuclear Science 62.6 (2015): 3117.
He M. et al., Acta Astron. Sin., 57 (2016), 1.
Zhou Y. et al., Nucl. Instrum. Methods Phys. Res. A, 827 (2016): 79.
Li Y. et al., Acta Astron. Sin., 58 (2017), 54.
Wang Y.-P. et al., Chin. Phys. C, 41 (2017), 106001.
Patrignani C. et al. (Particle Data Group), Chin. Phys. C, 40 (2016), 100001.
https://root.cern/doc/master/classTSpline3.html.
Birks J.B., Theory and Practice of Scintillation Counting, Pergamon Press, London, 1964.
DAMPE collaboration, Ambrosi G. et al., Nature 552 (2017) 63.
This paper was prepared with the RAA LATEX macro v1.2.
